Quasielastic light scattering microscope spectrometer.
We have developed a quasielastic light scattering microscope spectrometer from a commercially available instrument. The coherence requirements of microscope spectrometers have been examined, and our system performs in agreement with theory. Microscopic scattering volumes can be studied while still minimizing spatial averaging effects on the intensity autocorrelation function.